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LABORATORY NOTES.

The carbonaceous residue from puddled iron,
spiegel-eisen, ferro-manganese, and ingot steel usually
washes like sand; but that from steel which has been
hardened, tempered, hammered, or rolled is apt to be
more or less gummy, stopping the filter and rendering
the filtration long and tedious. It is also apt to
adhere more or less to the sides of the beaker, and
must be wiped off by a small wad of ignited, fibrous
asbestos held in a pair of fine platinum - pointed
forceps. This wad is then placed on the asbestos
filter or plug.
Wash three or four times more, using pure dis-
tilled water.
Allow to drain well and then stop the action of
the filter pump. Place a layer of prepared asbestos
over the washed residue, so as to form a sandwich
with the carbon, &c., in the centre.
Push the whole out of the funnel
If intended for dry combustion, place in a hot-air
bath, and, when dry, pack in a fireclay or magnesite
boat, and proceed with the combustion as directed on
pp. 105,106.
If the carbon is to be oxidised by the wet process,
continue the determination as directed on the next
page.